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ARCS MWR Tipping Curve Field Calibration Form  

I. Calibration information

Calibration 
Calibration 

Check
Field 

Calibration
This is a 

(check which): X
GMT Begin 

Date:
GMT Begin 

Time:
GMT End 

Date:
GMT End 

Time: ARCS #

8/11/2002 23:00 8/18/2002 22:30 3
MM/DD/YY MM/DD/YY

Instrument / System: TWP OMS Part Number(s): TWP OMS Serial Number(s):

MWR

Location         
(eg. PNNL, Manus): Participant(s): Issued by: Signature(s):

Darwin

II. Initial Values 

offset 0 Level in 
Degrees 0.2 - 0.7

Date and Time 
(GMT)

Date and Time 
(GMT)

Sensor/Element: Date File number

Noise 
Diode 

Injection 
Temp. 23 

Noise 
Diode 

Injection 
Temp. 31 tnom tc23 tc31

MWR values 8/11/2002 120055 194.357 217.168 290.0 0.014 -0.008

017

Porch

WVR-1100

Integrated water vapor comparison: MWR precipatable water 
vapor (cm)

BBSS Integrated 
precipatable water 

vapor (cm)

4.50 2.2908/11/02 23:00

08/12/02 12:00 4.3 2.30
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III. Final Values 

Date and Time 
(GMT)

Sensor/Element: Date File number

Noise 
Diode 

Injection 
Temp. 23 

Noise 
Diode 

Injection 
Temp. 31 tnom tc23 tc31

MWR values

IV. Calilbration Change

Sensor/Element: Date File number
Noise 
Diode 

Noise 
Diode 

Change in MWR 
values

Document(s) Referenced: Document(s) Updated:

PRO(MWR)-005.002 PRO(MWR)-005.007

Integrated water vapor comparison: MWR precipatable water 
vapor (cm)

BBSS Integrated 
precipatable water 

vapor (cm)

PROBLEMS:
For some reason the MWR was reading high from 5 July through 3 Oct.

NOTES:
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